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Tip artifact in atomic force microscopy observations of InAs quantum dots grown in 
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The tip artifact in atomic force microscopy (AFM) observations of InAs islands was evaluated 
quantitatively. The islands were grown in the Stranski-Krastanow mode of molecular beam epitaxy. 
The width and height of the islands were determined using transmission electron microscopy (TEM) 
and AFM. The average [110] in-plane width and height determined using TEM excluding native 
oxide were 22 and 7 nm, respectively; those determined using AFM including the oxide were 35 and 
8nm, respectively. The difference in width was due to the oxide and the tip artifact. The sizes 
including the oxide were deduced from TEM observations to be a width of 27 nm and a height of 
6nm with correction for the thickness of the oxide. The residual difference of 8nm between the 
width determined using AFM and that determined using TEM including the oxide was ascribed to 
the tip artifact. The results enable us to determine the actual size of the islands from their AFM 
images, (g) 2007 American Institute of Physics [DOL 10.1063/1.2434806] 
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I. INTRODUCTION 

Quantum dots have been expected to produce novel 
optical and electronic devices because of their quantum 
size effect. Of the devices, quantum-dot lasers will be re- 
alized first.'^ Spintronic devices using quantum dots will 
bring innovations in areas including quantum informa- 
tion processingi^ 

Islands are grown in the Stranski-Krastanow (S~K) 
mode of molecular beam epitaxy (MBE)i^ The islands 
are quantum dots: they have a nanometer size and can 
confine carriers in them. The islands are suitable for 
devices since they are coherent and show intense photo- 
luminescence. They are called self-assembled quantum 
dots. 

The size of the islands is important information for re- 
alizing the application of the islands to devices. It is usu- 
ally determined using transmission electron microscopy 
(TEM) and atomic force microscopy (AFM). TEM has 
the advantage that it leads directly to the actual size of 
the islands, although much time and effort are necessary 
to make samples sufficiently thin for electron transmis- 
sion. On the other hand, AFM is a simple method that 
does not require sample preparation, although the size 
determined from an AFM image is not the actual size. 

In AFM observations, it is widely known that 
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the tip artifact prevents the determination of actual 
sizesi^^^i^^^^iii^i^^i^^il (Fig. [ID. Because of the 
artifact, an AFM image does not represent the actual 
shape of an object but a nonlinear convolution of the 
shape of the object and the shape of the tip used. The 
in-plane width of the object is hence overestimated, while 
the height is determined correctlyj^i^ii^ The artifact oc- 
curs because (i) the tip has a finite size, and (ii) a point 
of the tip other than its apex touches the surfacei^i^ 
The artifact is also called the convolution, dilation, or 
tip effect. 

The tip artifact in AFM observations can be sup- 
pressed by (A) using a sharp tip or (B) the reconstruc- 
tion of the actual shape from an image. To suppress the 
artifact, some research groups have attached a carbon- 
nanotube tip to a commercially available prober^ (A). 
Other groups have tried to reconstruct the actual shape 
of an object from its image by observing a sphere on a 
flat surface as a reference ^i^ dOd^d^d^ (j^y sphere 
is suitable as a reference for the following reason. If we 
have or know two of the following three things: an AFM 
image, the shape of the tip, and the shape of the object, 
we can obtain the remaining unknownJ^ We can hence 
reconstruct the actual shape of the object from its AFM 
image if we know the size of the tip used. In addition, 
we can often determine the tip size by observing a sphere 
on a flat surface, because the height of the image is the 
diameter of the sphere and the width of the image is the 
sum of the diameter of the sphere and the diameter of 
the tip [Fig.[li;b)]. 

Geometric assumptions about an object produce an 
expression for broadening due to the AFM tip artifact. 
Assume that we observe a sphere of radius r using a 
tip of radius R [Fig. [IJb)]. Simple consideration yields 
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(a) (b) (c) 

FIG. 1: Schematic views of AFM observations of (a) InAs S-K island, (b) spiiere, and (c) liemispliere on flat surface. Tlie AFM 
tip is depicted as a spiiere iiaving tiie same radius as tiie curvature radius of the tip. The tip artifact for the object having a 
steep surface, (b) and (c), causes a larger broadening than that for the object having a gentle surface, (a). 



{R + r)^ = {w/2)'^ + {R — r)^, where w is a broadened 
width of an image. It results in 

w = aVr^. (1) 

In a similar way, if we assume that an object is a hemi- 
sphere [Fig. me)], (i? + r)2 = (w/2)2 + i?2 leads to 

w = 2V2Rr + r^. (2) 

A hemisphere is a more realistic model for the S-K is- 
lands than a sphere because of the hemispherelike shape 
of the islands. 

In spite of much effort, only a few report o^'^'^i^^ have 
been published in which a tip artifact on the nanometer 
scale was evaluated. The artifact in observations of S-K 
islands has not yet been reported, although many authors 
have pointed out its presence i-^^i^^'^^i^^'^^i^^ 

The determination of the broadening due to the tip 
artifact gives us a method by which we can extract the 
actual size of the S-K islands from their AFM images. 
The establishment of this method provides a practical 
way to determine the actual sizes of the islands of many 
samples. In fact, a research group that makes samples 
of the islands using MBE usually carries out hundreds 
of growth runs a year and observes all the samples using 
AFM, whereas it cannot do the same using TEM. This 
method using AFM, consequently, allows us to determine 
actual sizes of the islands of hundreds of samples a year. 

In the application of the S-K islands to devices, the ac- 
tual size of islands embedded in a cap layer is important. 
Note that the size of the embedded islands is different 
from that of uncapped islands because of surface segre- 
gation and interdiffusion. The relationship between the 
sizes of the two kinds of island is beyond the scope of the 
present study. Here, the relationship between the size of 
the uncapped islands determined using AFM and that 
determined using TEM is discussed as the first step. 

In the present study, the size of the InAs S-K islands 
grown by MBE was determined using TEM and AFM. 
The size determined using TEM cannot be compared 
with that determined using AFM because native oxide 
was present between the epoxy and the crystalline (InAs 
and GaAs) in the TEM sample. Observations using TEM 
yielded the size excluding the oxide; observations using 



AFM yielded the size including the oxide. We hence 
carefully corrected the size determined using TEM for 
the thickness of the oxide to obtain a size which we can 
compare with that determined using AFM. 



II. EXPERIMENTAL METHOD 



Indium arsenide S-K islands were grown by MBE on 
a GaAs substrate at a low growth rate. A solid-source 
MBE with an As4 beam was used. The (001) n+GaAs 
substrate was fixed on a Mo block using In solder and 
was loaded into the MBE system. The native oxide on 
the substrate surface was desorbed by thermal etching. 
Then, a 250 nm GaAs buffer layer was grown at 610 °C at 
a rate of 0.21iim/h. Next, InAs of 2.4 ML (monolayers) 
was grown at 500 °C at a rate of 0.006 ML/s. The temper- 
ature and As4 pressure were maintained for 1.5 min after 
the growth, and then the electrical heating was turned 
off. No cap layer was grown. The uncalibrated V/III 
ratios were 60 for InAs and 63 for GaAs. A TEM sample 
and an AFM sample were cut from the same wafer. 

We carried out (110) cross-sectional TEM observa- 
tions. First, two pieces of the wafer were fixed face to face 
using epoxy. Then, a TEM sample was made from them 
by mechanical dimpling and Ar ion thinning (Gatan, 
model 600) at 4kV and 15°. Field-emission TEM (JEOL, 
JEM-2010F) was performed at 200 kV. The width and 
height of the S-K islands were determined from the TEM 
images. The width was determined as the distance be- 
tween the points where the profile rose from the baseline. 

Observations using AFM were carried out in air with 
a MultiMode SPM/NanoScope Ilia (Veeco) operated in 
the contact mode. A probe (Veeco, NP-20), whose tip has 
a nominal curvature radius of 20 nm, made of Si3N4 was 
used. An image of 500 x 500 nm^ size was obtained by the 
[110] scan and was processed using imagej softwarci^ 
Details of AFM observations and image processing are 
reported elsewhere<^ 
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FIG. 2: Lattice image of InAs S-K island obtained by (110) 
cross-sectional TEM observation. The width and height of 
the island were determined to be 27 and 9nm. 
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FIG. 4: Histograms of (a) [IlO] in-plane width and (b) height 
of InAs S-K islands obtained using TEM and AFM. 




FIG. 3: AFM image of InAs S-K islands. 



III. RESULTS AND DISCUSSION 

A cross-sectional TEM lattice image of an InAs S- 
K island is shown in Fig. [2l An AFM image of InAs 
S-K islands is shown in Fig. [31 The surface density 
of the islands determined from the AFM images was 
3.6 X 10^°cm~^. The size of the islands was determined 
from the TEM and AFM images. Shown in Fig. [J] are 
the histograms of width and height determined by TEM 
observations of 171 islands and AFM observations of 267 
islands. The average [110] in-plane width and height de- 
termined from the TEM images were 22 and 7 nm, re- 
spectively; those determined from the AFM images were 
35 and 8 nm, respectively. 

The results suggest that the width determined using 
AFM was 13 nm larger than that determined using TEM. 
This difference was due to the native oxide and the tip 
artifact. As will be shown, the size determined using 
TEM was corrected for the thickness of the oxide. The 
width determined using AFM was 8 nm larger than that 
corrected after being determined using TEM. The differ- 
ence of 8nm was ascribed to the tip artifact. 

The size determined using TEM cannot be compared 
with that determined using AFM owing to the native ox- 
ide. The oxide on the surface was formed when the sam- 



ple was removed from the MBE equipment into air. The 
oxide of the TEM sample was embedded in the epoxy 
(Sec. ini. Observations using AFM yielded the island 
size including the oxide because AFM images represent 
a topography. Observations using TEM, on the other 
hand, yielded the island size excluding the oxide because 
a diffraction contrast forms TEM images. Indeed, since 
both were amorphous, the oxide could hardly be distin- 
guished from the epoxy in TEM observations. For the 
above reasons, TEM observations could not yield the size 
of the islands including the oxide embedded in the epoxy. 

In spite of the above discussion, we succeeded in mea- 
suring the size of the islands including the native oxide 
using TEM in the course of the present study. In the 
TEM sample, there was a region where the epoxy peeled 
off the surface. This allowed us to determine the size 
including the oxide using TEM. The sizes of 51 islands 
in the region were measured at both (i) the surface of 
the oxide and (ii) the interface between the oxide and 
the InAs. The thickness of the oxide was 3nm on a flat 
surface. The average [110] in-plane width and height de- 
termined in the former method, (i), were 28 and 6nm, 
respecitvely; those determined in the latter method, (ii), 
were 23 and 7nm, respectively (Table |T|. The latter sizes 
agreed with the above sizes determined by TEM obser- 
vations of the 171 islands embedded in the epoxy. The 
width and height determined in the former method, (i), 
were 5 nm larger and 1 nm smaller than those determined 
in the latter method, (ii), respectively. 

These differences between the sizes determined in both 
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TABLE I: [110] in-plane width and height of the S-K islands 
determined using TEM and AFM at the interface (I) and 
surface (S). The number of the islands measured is shown in 
[ ] , and the standard deviation is shown in ( ) . 





TEM [51] 


TEM [171] 


AFM [267] 




I S 


I S" 


S 


Width (nm) 


23(2) 28(3) 


22(3) 27 


35(3) 


Height (nm) 


7(2) 6(2) 


7(2) 6 


8(1) 



"The fourth column was calculated from the third column. 5 nm 
was added to the width, and 1 nm was subtracted from the height. 



methods are reasonable because the difference between 
the shape of the surface and that of the interface is un- 
derstood as follows: The volume expands when the island 
surface is oxidized. The oxide on the top of an island is 
thinner than that on a flat surface because the surface 
area on the top is enlarged by expansion; in contrast, the 
oxide on the tail of an island is thicker than that on a flat 
surface because the surface area on the tail is reduced. 

We corrected the previously described TEM observa- 
tions of the width of 22 nm and the height of 7 nm for the 
thickness of the native oxide using the above difference 
of 5 nm in width and 1 nm in height to obtain a width 
of 27 nm and a height of 6 nm (Table m. The corrected 
sizes should be obtained if the surface of many islands 
were measured using TEM. They can hence be com- 
pared with the sizes determined using AFM. The width 
determined using AFM was, consequently, 8nm larger 
than that corrected after being determined using TEM. 
The difference in height was 2 nm, and accordingly the 
heights determined by both methods were considered to 
agree. 

The residual difference in width of 8 nm was ascribed to 
the tip artifact in AFM observations. The broadening of 
8nm is consistent with the nominal curvature radius, i.e., 
20 nm, of the tip used. In fact, the artifact for the islands 
having a gentle surface causes a smaller broadening than 
the tip diameter (Fig. [1]) . 

The broadening due to the tip artifact for the S-K is- 
lands grown at a standard rate of ~0.1 ML/s is similar to 
that for the islands grown at a low rate of 0.006 ML/s de- 
termined in the present study. For example, the islands 
grown at the standard rate have a diameter of approx- 
imately 10 nm (Fig. 2 of Ref. HI), and their AFM im- 
ages show a diameter of approximately 20 nm (Fig. 4 of 
Ref. [25I) . This difference is also ascribed to the artifact. 

The assumption that a S-K island has the shape of a 
hemisphere permits us to estimate an image width, which 
is consistent with that determined in the present study. 
In accordance with Eq. ([2]), if we observe a hemisphere 
whose radius r is 8 nm (Table |T| using AFM with a tip 
whose radius R is 20 nm, we should obtain an image hav- 
ing a width w of 39 nm, which agrees with 35 nm (Table|T| 
in the present results. 

The broadening due to the tip artifact reported to date 



is different from that determined in the present study. 
There is, however, no inconsistency. Indeed, the differ- 
ence in broadening can be understood in terms of the 
shape of objects, because the broadening depends on the 
shape of objects. 

We can compare the results of AFM observations of a 
nanometer-sized sphere on a flat surface with those of the 
present study. Xu and Arnsdorf observed gold colloidal 
particles on mica using AFM and obtained an image with 
Il.Tnm height and 44.4nm width. ^ Using Eq. ([T]), their 
results produce a tip radius i? of 21 nm, which is close to 
that in the present study. Junno et al. observed GaAs 
particles using AFM to evaluate the artifacti^ At first, 
they observed a particle whose image gave a width of 
60 nm. Then, they moved the particle on a substrate by 
pushing it with the probe so that it made contact with an- 
other particle to obtain, from an image, a width of 90 nm 
for the two particles touching each other. Both actual 
diameter and the broadening were hence determined to 
be 30 nm. The above two results are consistent with our 
results, whereas the broadening reported is larger than 
ours, i.e., 8nm. In fact, an object with a steeper sur- 
face induces a larger broadening owing to the artifact 
[Figs, [ijb) and [ijc)] than an object with a gentle sur- 
face [Fig. [n^a)]. Having a steeper surface, a sphere con- 
sequently induces a larger broadening than the islands. 
Next, Chen et al. observed gold nanoparticles using a tip 
made with a carbon nanotube to obtain, from an AFM 
image, a width of lOnmfiS, The width of 10 nm was the 
sum of a nanoparticlc diameter of 6 nm and a tip diam- 
eter of 3.5 nm; this is in accordance with Fig.[ljb). The 
small broadening is due to the small radius and a high 
aspect ratio of the tip. 

Merz et al. reported AFM observations of CdSe S- 
K islands.^- They extrapolated the relation between a 
height and a diameter of the islands to zero height to 
determine a broadening of 23 nm. 

Using the broadening determined in the present study, 
we can determine the actual size of the S-K islands by 
correcting sizes obtained from AFM images. This is a 
practical way to determine the actual sizes of the islands 
of many samples, as discussed previously. The correction 
corresponds to a reconstruction of an actual shape, (B) in 
Sec. m By the way, an AFM image depends on the size of 
the tip used: the employment of a probe of a different size 
leads to a different image for an identical object although 
the same type of probe is used. On the other hand, one 
should not use AFM if the exchange of a probe causes a 
complete change in an image. A probe having a large tip 
is, actually, excluded as a "bad probe" in observations^ 
For this exclusion, observations of an identical object re- 
sult in almost the same image as long as the same type 
of probe is used. The dependence of images on tip size 
does not deteriorate the value of the correction using the 
artifact. Some groups have determined a tip size using a 
standard object^i^i^l this procedure allows us to con- 
firm the tip size. Combination of the procedure and the 
correction using the broadening assures reliability of the 
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correction. 

In conclusion, the width of the InAs S-K islands deter- 
mined using AFM was overestimated by 8 nm because of 
the tip artifact. The results enable us to determine the 



actual size of the islands from AFM observations. The 
results of AFM observations on the islands reported to 
date should be reevaluated considering the artifact. 
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